Proteomic studies are essential for elucidating the molecular mechanisms involved in cellular functioning as well as disease development and progression. For cancer, proteomic techniques may pave the way for the identification of therapeutic targets and provide new diagnostic modalities, facilitating an early detection of cancer onset ([@B1], [@B2]). Moreover, such studies could contribute more detailed information on the characteristics of a patient\'s tumor ([@B3]), which is critical for a more successful treatment. At first, however, panels of biomarker molecules must be established and validated in a clinical setting. In this respect, the currently established proteomic technologies have only limited success ([@B4][@B5][@B6]--[@B7]). This might be due in part to the challenge of translating proteomic findings, which are currently largely obtained by mass spectrometry methods, into immunodiagnostic assays, which are the preferred format in clinical laboratories ([@B5]). Another limitation is the lack of capacity for a simultaneous assessment of a very large variety of potential biomarkers in a high number of samples. As an immuno-based, high-throughput technique, antibody microarrays could provide a solution ([@B8][@B9]--[@B10]). In principle, they allow the detection of an almost unlimited number of analytes in a parallel format from very small sample volumes, with a sensitivity that is in the picomolar to femtomolar range even without signal amplification ([@B11], [@B12]). This sensitivity is similar to that achievable with ELISA, the "gold standard" for protein quantification.

One current drawback of the technology, different from mass spectrometry, is the fact that the analytes have to be defined in advance. Although this has limited the application of antibody microarrays for biomarker discovery in the past, the advent of more comprehensive microarrays increases their suitability. The constantly growing numbers of tested antibodies will facilitate profiling studies, which will provide a better understanding of protein regulation in human disease and in turn enhance the probability of detecting prognostic or diagnostic markers.

However, as with DNA microarrays for transcript profiling, several technical improvements are essential to achieve similarly accurate results ([@B13]). In this report, we describe processes that were applied successfully in the production of more than 1,000 arrays, each comprising a comparably large number of 1,800 features. To ensure a high homogeneity among these arrays and the features within each array, production protocols were adapted and quality controls implemented. The impact of measurements in a dual-color mode on assay robustness as well as differentiation power was assessed, and relevant parameters, such as the concordance of the two color channels, were carefully validated. With the established protocols, the necessity of serum depletion for antibody microarray measurements was investigated. In addition to plasma and serum samples, the robust applicability to proteins extracted from human urine samples was demonstrated in a preliminary study on pancreatic cancer.

EXPERIMENTAL PROCEDURES
=======================

### 

#### Antibodies

Targets exhibiting differential expression were selected from transcriptional studies on different cancer entities ([@B14][@B15]--[@B16]). For 668 of these targets, affinity-purified, peptide-specific, polyclonal antibodies from rabbit were provided by Eurogentec (Seraing, Belgium). An additional 142 antibodies were purchased from different companies or provided by collaborating partners. Antibodies supplied as ascites fluid, antisera, or with stabilizer proteins were purified using the NAb Protein G Spin Kit (Thermo Fisher Scientific, Waltham, USA). The concentration of all antibodies was adjusted to 2 mg/ml by filtration with Microcon 100 kDa (Millipore, Schwalbach, Germany) before aliquoting and storage at −80 °C.

#### Array Production

All antibodies were diluted in 2× spotting buffer (20 m[m]{.smallcaps} sodium borate buffer, pH 9.0, 250 m[m]{.smallcaps} MgCl~2~, 0.01% (w/v) sodium azide, 0.5% (w/v) dextran, and 0.001% (w/v) \[octylphenoxy\]polyethoxyethanol in distilled water) and printed on epoxysilane slides (Schott Nexterion, Jena, Germany) with a Microgrid microarraying robot (BioRobotics, Cambridge, UK) using SMP3B pins (Telechem, Sunnyvale, CA) to have 10 μl of a 1 mg/ml antibody solution. Thereby 10 μg of each antibody were used for the production of more than 1000 microarrays, which is approximately 100 times less than required for 1000 ELISA wells using standard procedures. All antibodies were spotted twice in a randomized pattern in different array sectors. In addition, commercial monoclonal antibodies against particular cancer-related proteins were added in duplicates. Antibodies against the proteins β-actin (ACTB),[^1^](#G1){ref-type="fn"} human IgM, glyceraldehyde-3-phosphatase dehydrogenase, and against albumin were spotted as housekeeping controls. For the same purpose, a polyclonal antibody directed against whole human serum protein was added. Negative controls consisting of only a spotting buffer were added as well as further control antibodies (*e.g*. molecules directed against mouse immunoglobulin gamma). All these controls were spotted in 8 to 18 copies across the entire array to ensure a good distribution of the controls for eventual normalization purposes. After printing, slides were kept at 4 °C overnight, washed 10 times with 0.05% (w/v) Tween 20 and 0.05% (w/v) Triton X-100 in PBS and blocked in 4% (w/v) nonfat dry milk and 0.05% (w/v) Tween 20 in PBS overnight. After blocking, slides were washed four times with PBS/Tween 20/Triton X-100, twice with 0.1 × PBS, and dried by an air stream before storage in a humidity chamber at 4 °C for up to 1 year.

#### Quality Control of Array Production

To control antibody immobilization on the microarray surface, a representative portion of slides from each production batch was stained with Sypro Ruby ([Fig. 1](#F1){ref-type="fig"}*b*). Slides were washed thoroughly with PBS/Tween 20/Triton X-100 instead of performing blocking. Subsequently, they were submerged with the ready-to-use Sypro Ruby staining solution (Sigma-Aldrich) for 1 h. After staining, the slides were washed four times with 10% methanol and 7% acetic acid in H~2~O. After rinsing twice with water, slides were dried in an air stream. Images were recorded with a Packard ScanArray 4000XL scanner (PerkinElmer Life and Analytical Sciences) at excitation and emission wavelengths of 450 and 610 nm, respectively.

In addition, part of the slides was incubated for 2 h in blocking buffer with 5 n[m]{.smallcaps} secondary antibodies that were directed against rabbit IgG or mouse IgG (Jackson ImmunoResearch Laboratories, Suffolk, UK) and conjugated with the fluorescent dyes Cy3 or Cy5, respectively ([Fig. 1](#F1){ref-type="fig"}*c*). Sample incubation and washing procedures were done as with complex protein samples.

#### Sample Preparation

All serum, plasma and urine samples were collected with the informed consent and with full ethical approval from the host institutions. For a technical assessment ([Figs. 1](#F1){ref-type="fig"}*d* and [3](#F3){ref-type="fig"}), three blood plasma samples from healthy donors were pooled. For plasma and serum samples, the protein concentration was measured by the bicinchoninic acid (BCA) assay (Thermo Fisher Scientific); for urine samples, the Bradford assay (Coomassie Protein Assay Reagent; Thermo Fisher Scientific) was used.

#### Serum Depletion

After delipidization ([@B17]), a serum sample was split in two parts. While one part served as a nondepleted control, the other was used for immunodepletion with the ProteoPrep® 20 Plasma Immunodepletion kit (Sigma-Aldrich) as described previously ([@B18]). The kit removes 20 highly abundant proteins by antibodies immobilized on agarose beads. Delipidated serum (200 μl) was diluted in 2 ml of equilibration buffer (included in the kit) and cleared from residual particles by centrifugation through 0.2-μm spin filter columns. For depletion, the diluted serum was added to the equilibrated depletion column in 20 steps of 100 μl each and incubated for 15 min; the column was spun at 2000 × *g* for 30 s. Proteins bound to the column were eluted, and the column was re-equilibrated for further usage. The 20 fractions were combined and concentrated to 200 μl using Microsep 1K centrifugal devices (Pall Life Science, Portsmouth, UK) before an additional final depletion step, as recommended by the manufacturer. To control depletion efficiency, samples were analyzed by SDS-PAGE. For buffer exchange, the depleted sample was diluted in 2 ml of PBS and concentrated with Microsep 1K centrifugal devices at 7,500 × *g* to a volume of less than 100 μl.

#### Preparation of Urine Proteins

Midstream urine samples were collected from 12 subjects and pH was adjusted to 7. The samples were desalted and concentrated as described in detail elsewhere ([@B19]). In brief, samples were desalted using Zeba spin columns (Thermo Fisher Scientific). The flow-through was frozen in liquid nitrogen and lyophilized to dryness using a freeze dryer (Ilmvac, Ilmenau, Germany). Lyophilized samples were resolubilized in distilled water and concentrated with Vivaspin 15R-5 kDa (Sartorius Vivascience, Hannover, Germany).

#### Sample Labeling

Plasma, serum, and urine samples were labeled at a protein concentration of 4 mg/ml with 0.4 mg/ml of the *N*-hydroxysuccinimide esters of the fluorescence dyes Dy-549 or Dy-649 (Dyomics, Jena, Germany) in 100 m[m]{.smallcaps} sodium bicarbonate buffer, pH 9.0, 1% (w/v) Triton X-100 on a shaker at 4 °C. After 1 h, the reactions were stopped by addition of hydroxylamine to 1 [m]{.smallcaps}. Unreacted dye was removed 30 min later, and the buffer was changed to PBS using Zeba Desalt columns (Thermo Scientific). Subsequently, Complete Protease Inhibitor Mixture tablets (Roche) were added as recommended by the manufacturer. Labeled samples were either incubated directly or stored in aliquots at −20 °C.

#### Incubation

Custom incubation chambers were attached to the array slides with Terostat-81 (Henkel, Düsseldorf, Germany). The inner dimensions of the incubation chambers matched the area of the array (9 × 18 mm) with an additional border of 2 mm and a height of 5 mm. Before adding the labeled protein samples, the arrays were blocked in a casein-based blocking solution (Candor Biosciences, Weißensberg, Germany) on a Slidebooster instrument (Advalytix, Munich, Germany) for 3 h. Incubation was performed with labeled samples diluted 1:20 in blocking solution containing 1% (w/v) Tween 20 and Complete Protease Inhibitor Mixture for 15 h in a total volume of 600 μl. Slides were thoroughly washed with PBS/Tween 20/Triton X-100 before and after detaching the incubation chambers. Finally, the slides were rinsed with 0.1 × PBS and distilled water and dried in a stream of air.

#### Data Analysis and Statistical Testing

Slide scanning was done on a ScanArray 5000 or 4000XL unit using the identical instrument laser power and photomultiplier intensity in each experiment. Spot segmentation was performed with GenePix Pro 6.0 (Molecular Devices, Sunnyvale, CA). Resulting data were analyzed using the linear models for microarray data (LIMMA) package ([@B20]) of R-BioConductor after uploading the mean signal and median background intensities. For quality assessment ([Fig. 3](#F3){ref-type="fig"}), slides were neither background-corrected nor normalized. In the depletion experiment and the urine profiling, the array results were background-corrected using the Normexp method ([@B21]) with an offset of 50. For the depletion experiment with a high percentage of differentially abundant proteins, an invariant Lowess normalization was applied ([supplemental Methods](http://www.mcponline.org/cgi/content/full/M900419-MCP200/DC1)). The urine profiling experiment was normalized with global Lowess ([@B22]). In the analyses, duplicate spots were accounted for ([@B23]); control spots as well as signals for anti-ACTB were removed. For differential analyses of the depletion experiment and the urine experiment, one-factorial and two-factorial linear models, respectively, were fitted with LIMMA, resulting in a two-sided *t* test or F-test based on moderated statistics. All presented *p* values were adjusted for multiple testing by controlling the false discovery rate according to Benjamini and Hochberg ([@B24]).

In the M-CHiPS ([@B25], [@B26]) analyses ([Figs. 4](#F4){ref-type="fig"}*d* and [5](#F5){ref-type="fig"}*a*), the mean signal intensity of each spot without background subtraction was used, and data were normalized by log-linear regression. Tracking controls and anti-ACTB were not considered. In the plots, only proteins are shown, which exhibited significant variations (*p* \< 0.05).

Pearson\'s correlation factors or coefficients of variation were averaged by their means. Signal-to-noise ratios (SNRs) were calculated by dividing the difference of signal and background intensity by the standard deviation of the background.

In the box plots ([Figs. 2](#F2){ref-type="fig"}, [3](#F3){ref-type="fig"}*c*, and [4](#F4){ref-type="fig"}*a*), each box represents 50% of the data points. The median is represented as a line within the box. The whiskers extend to the most extreme data point, which is no more distant than 1.5 times the interquartile range. All outlying data points are depicted as dots.

RESULTS
=======

### 

#### Array Production

For large-scale proteomic studies of cancer samples, we constructed an antibody microarray of 810 polyclonal antibodies, targeting proteins encoded by genes that were selected mainly on the basis of variations in transcript levels observed in pancreatic ([@B14], [@B15]) and colon cancer ([@B16]). All antibodies were spotted twice in different array sectors. In addition, commercial monoclonal antibodies against particular cancer-related and housekeeping proteins were added, the latter in 8--18 copies each, spots without protein (negative controls), as well as two-color tracking spots that indicate slide orientation and offer a standard for color detection ([Fig. 1](#F1){ref-type="fig"}*a*). In total, the array comprised 1,800 features. To obtain a sufficiently large number of arrays for statistically significant studies, we produced 540 slides in five successive batches from the same set of source plates that held the antibodies. On each slide, two separate but identical arrays were spotted. Therefore, a total of 1,080 arrays were produced for individual incubations.

![**Quality control measures for an antibody microarray of 1,800 features.** *a*, two-color positional controls facilitate grid tracking, slide orientation and support the verification of spot segmentation. They also serve as color standards during the imaging process. *b*, Sypro Ruby staining of all proteins acts as a quality measure of antibody immobilization. Negative control spots show no immobilized protein. *c*, incubation with 5 n[m]{.smallcaps} concentrations of each fluorescently labeled antibody against rabbit IgG (*green signals*) and mouse IgG (*red*) confirmed that the majority of antibodies on the microarray were produced in rabbits. Some antibodies, which were stained by Sypro Ruby but not in the incubation with secondary antibodies, were produced in goat or hamster. *d*, fluorescence image of a microarray incubated with two plasma samples of healthy donors for array quality control. One sample was labeled with the dye Dy-549, the other with dye Dy-649 before a competitive incubation in a dual-color mode. *e*, fluorescence image of a representative array of the analysis of urine samples from patients with pancreatic cancer. A urine sample and a reference consisting of a pool of samples from diseased and healthy subjects were labeled with different fluorescent dyes and incubated on the array in a competitive dual-color assay.](zjw0061035970001){#F1}

As a quality control of the production process, slides from each batch were stained with the fluorescent dye Sypro Ruby ([Fig. 1](#F1){ref-type="fig"}*b*) or incubated simultaneously with two secondary antibodies directed against mouse or rabbit IgG and labeled with Cy5 or Cy3, respectively ([Fig. 1](#F1){ref-type="fig"}*c*). The latter analysis clearly identified the host of antibody production. This result and the lack of signals from the negative control spots demonstrated that carry-over effects during the production process had been prevented effectively. In addition, both tests indicated the high degree of pattern homogeneity among the slides. In the experiments with the secondary antibodies, a correlation coefficient of at least 0.92 was obtained for slides of the same production batch and a value of more than 0.86 for arrays from different production batches. In addition, highly consistent signal patterns could be obtained from experiments with complex protein samples. Part of the slides was incubated with complex plasma samples in a dual-color mode for quality control purposes. Two plasma samples of healthy donors were labeled by the fluorescent dyes Dy-549 and Dy-649 and incubated competitively in a dual-color assay ([Fig. 1](#F1){ref-type="fig"}*d*). Incubations with protein samples derived from human urine led, on average, to similar signal and background intensity levels ([Fig. 1](#F1){ref-type="fig"}*e*).

#### Advantage of Dual-Color to One-Color Measurements

In transcriptional studies with custom DNA microarrays, mainly dual-color assays are performed because of the improved assay robustness. To determine whether this is also true for antibody microarray assays, one-color and dual-color mode measurements were compared. Two protein samples (A and B) were labeled with the fluorescent dye Dy-549. In addition, a pool of plasma samples was labeled with Dy-649 as a common reference for the measurements in dual-color mode. Sample A was incubated on three different microarrays and sample B on two different microarrays in a one-color assay. In addition, they were incubated in a competitive manner with the reference sample in dual-color mode. The raw signal intensities of the one-color assay were compared with the ratios of the two color channels of the dual-color measurements. For all array features except positional and negative controls, the coefficients of variation (CV) were calculated on the interarray replicates as well as the intra-array spot duplicates, six values of sample A and four measurements of sample B per antibody. In addition, the CV was calculated for all 10 measurements of samples A and B. For both samples, the average CV as well as the complete distribution of CV values was significantly lower for the dual-color mode measurements ([Fig. 2](#F2){ref-type="fig"}*a*). This demonstrates the superior performance of dual-color mode measurements regarding the assay robustness. In addition, higher CV were obtained on average for the combined calculation of samples A and B in the dual-color mode. This is expected, because the combination of two samples adds biological variability to the data. However, this could not be observed for both samples in the one-color analysis, indicating that slight differences between two samples can be more easily recorded using a dual-color measurement mode. To confirm this finding, the data were subjected to hierarchical cluster analysis using Euclidian distance and the complete-linkage algorithm ([Fig. 2](#F2){ref-type="fig"}*b*). Also in this analysis, measurements in a dual-color mode outperformed a one-color analysis.

![**Comparison of the assay robustness and differentiation power of one-color and dual-color mode experiments.** *a*, two plasma samples (*Sample A*, *Sample B*) were labeled with the fluorescent dye Dy-549 and incubated in one-color and dual-color assays. CVs were calculated for 6 (*Sample A*), 4 (*Sample B*), or 10 (*Sample A* + *B*) replicate measurements derived from two, three, and five microarrays and their intra-array duplicates. Each box plot represents 872 data points that correspond to all array features besides positional and negative controls. CV were significantly lower for dual-color mode measurements of the two samples. The combination of both samples leads to increased CV for the dual-color but not for the one-color measurements. The increase (expected because of biological variability) indicates a better discriminative power of the dual-color approach. *b*, discriminative power of the two measurement modes was assessed by hierarchical clustering of the nonnormalized and non-log-transformed data. For dual-color measurements, repeated measurements of the samples on different microarrays clustered better, leading to a superior differentiation of the two samples.](zjw0061035970002){#F2}

#### Assay Quality Indicators for Dual-color Measurements

To evaluate assay reliability, a plasma sample pool was labeled with the fluorescent dyes Dy-549 and Dy-649, respectively, and incubated in a dual-color assay on four arrays of each of the five batches, two each from the beginning and end of a production run. We assessed dye-specific effects by the Pearson\'s correlation coefficient (r) of the two color signal intensities of each array. Without filtering, we obtained on average r = 0.93 on all 20 arrays with 0.89 ≤ r ≤ 0.96 ([Fig. 3](#F3){ref-type="fig"}*a*, [supplemental Fig. 1](http://www.mcponline.org/cgi/content/full/M900419-MCP200/DC1)). Only one protein (ACTB) exhibited a dye bias and was therefore not considered in subsequent analyses.

![**Assay robustness of dual-color experiments on antibody microarrays.** The same plasma sample was labeled with two different fluorescent dyes and incubated on the same slide. *a*, in the scatter plots, correlation of the red and green signal intensities of all array features (*n* = 1,744, tracking controls and negative controls excluded) are shown for three representative arrays. For the whole set of 20 microarrays, the average Pearson\'s correlation coefficient was 0.93. Only one protein, ACTB, captured by 18 antibody replicates (blue dots), exhibited significant differences. *b*, distribution of the CVs of the 1,800 array features. CVs were calculated for the ratios of red and green signal intensities. Each colored line represents the CVs for four arrays of the same production batch. The mean values ranged from 9 to 14% within production batches and 13% (*black line*) for all production batches combined. *c*, measurement accuracy of complex samples: a plasma sample was labeled with two fluorescent dyes in separate reactions and mixed in different ratios. After incubation, the ratios of the signal intensities show good correlation with the defined ratios of the plasma mixtures.](zjw0061035970003){#F3}

As an indicator of assay reproducibility, we calculated the interarray CVs for all 1,800 array features without any filtering on the ratios of the two color signals ([Fig. 3](#F3){ref-type="fig"}*b*). For 20 slides derived from the five production batches, the average (mean) CV was 13%, ranging from 9 to 14%. We obtained a CV \<15% for 89% of all array features and a CV \<20% for 96% of the features.

To examine the concentration differences that can be recorded in a complex sample, we labeled a plasma sample pool with different dyes and mixed the two fractions before incubation in different ratios ranging from 250:1 to 1:250. The ratios of the signal intensities obtained correlated well with the actual plasma ratios used in the incubations ([Fig. 3](#F3){ref-type="fig"}*c*). As expected, and consistent with results on DNA microarrays, the plotted data form a sigmoid curve, with larger signal differences detectable at smaller ratios; even small variations could be clearly detected.

#### Depletion of High-abundance Proteins from Blood Is Not Necessary

In many proteomic studies, plasma or serum samples are depleted of abundant proteins such as albumin or immunoglobulins to increase the sensitivity for low-abundance proteins. To evaluate the impact of protein depletion on the sensitivity of our antibody platform, we compared serum before and after depletion of 20 high-abundance proteins. The depleted and nondepleted samples were labeled with either Dy-549 or Dy-649, using the same amount of total protein. Each sample was incubated competitively with a common reference in a dual-color mode. The reference was made by a pool of the two serum sample types. Five incubations were done for each sample, also including dye swaps. As a measure of sensitivity, we calculated the SNR for both color channels and all antibody features (except anti-ACTB). Depletion was not accompanied by an increased SNR over the entire protein set. Likewise, when a random selection of 15 low-abundance cytokines was analyzed, no increase in SNR was observed ([Fig. 4](#F4){ref-type="fig"}*a*).

![**Influence of serum depletion.** *a*, SNRs obtained for depleted and nondepleted serum samples: the data are derived from five array measurements each, including dye swapping. Serum depletion improved the overall SNR for neither all the array features (*left panel*) nor a set of 15 low-abundance cytokines (*right panel*). *b*, heat map of the proteins that showed differential abundance between the two samples; overrepresented proteins are shown in *red* and under-represented proteins, in green. *c*, a volcano plot of LIMMA analysis represents the distribution of log-fold change and adjusted *p* values for all proteins. Besides albumin, a large set of 110 proteins was codepleted, whereas others were enriched. *d*, biplot of proteins and samples according to their expression profiles resulting from correspondence analysis with M-CHiPS: samples are depicted as colored squares, differentially abundant proteins as black dots. The closer the colocalization of two spots (both samples and proteins), the higher is the degree of association between them. Samples located in the same direction from the plot centroid exhibit a similar expression pattern. The further a protein is located in the same direction as a set of samples, the more specific it is.](zjw0061035970004){#F4}

Besides the impact of serum depletion on the assay performance in general, we investigated its impact on each protein with the LIMMA package ([@B20]) of R-BioConductor. Analysis revealed that a large set of 196 proteins (corresponding to 26% of the analyzed proteins) was affected by depletion at a significance level of *p* \< 0.05 ([Fig. 4](#F4){ref-type="fig"}*b*; [supplemental Table 1](http://www.mcponline.org/cgi/content/full/M900419-MCP200/DC1)). Of these, 86 proteins were detected with higher intensities and 110 with lower intensities after depletion. The strongest enrichment was observed for CRP (*p* = 10^−10^; [supplemental Fig. 2*a*](http://www.mcponline.org/cgi/content/full/M900419-MCP200/DC1)) followed by proteins such as TNF10, SORL, or TR10D ([Fig. 4](#F4){ref-type="fig"}*c*). Cross-binding effects of albumin were excluded by an incubation of labeled human serum albumin on a different array at identical settings (data not shown). It is noteworthy that a control antibody directed against mouse-IgG also showed increased signal intensity in the depleted sample (*p* = 3 × 10^−4^; [supplemental Fig. 2*b*](http://www.mcponline.org/cgi/content/full/M900419-MCP200/DC1)). This may be due to a leakage of mouse antibodies from the column used in the protein depletion process. In addition to albumin (10^−5^ \< *p* \< 7 × 10^−11^; [supplemental Fig. 2*c*](http://www.mcponline.org/cgi/content/full/M900419-MCP200/DC1)), 109 rather than the expected 19 proteins other than albumin showed lower signal intensities after depletion, including FGF1 (*p* = 10^−8^; [supplemental Fig. 2*d*](http://www.mcponline.org/cgi/content/full/M900419-MCP200/DC1)), SEPR, MLP3B and MAD4 ([Fig. 4](#F4){ref-type="fig"}*c*), indicating codepletion effects.

We also analyzed the data by the M-CHiPS software package ([@B25], [@B26]). It handles filtering, background subtraction, and normalization differently from LIMMA and applies correspondence analysis for visualization. In the resulting biplot ([Fig. 4](#F4){ref-type="fig"}*d*), each sample is depicted as a colored square. Proteins that exhibited significantly differential levels are shown as black dots. Proteins shown on the left were enriched in the depleted sample, whereas proteins located to the right were depleted or codepleted. The results obtained with M-CHiPS match with those from the LIMMA analysis.

#### Pancreatic Cancer: Analyzing Urine Samples

Urine is an extremely interesting source material for biomarker screening because of its easy and noninvasive accessibility in large quantities. To verify the usability of the established antibody platform for urine protein profiling, we performed a preliminary study on 12 urine samples from six patients with pancreatic adenocarcinoma and six healthy persons, both groups equally divided into male and female. The protein samples were labeled with Dy-549. In addition, a common reference was prepared by pooling of samples and subsequent labeling with Dy-649. In a dual-color approach, each sample was repeatedly incubated competitively with the reference. Resulting signals (*e.g.* [Fig. 1](#F1){ref-type="fig"}*e*) had equally good or better signal-to-noise ratios than in plasma or serum incubations ([Fig. 1](#F1){ref-type="fig"}*d*).

In correspondence analysis, the samples clustered in four distinct groups according to sex (horizontal axis = primary component) and disease status (vertical axis = secondary component) ([Fig. 5](#F5){ref-type="fig"}*a*). Samples from male and female subjects of the healthy subgroups are clearly separated, whereas there is a partial overlap between the cancer subgroups. Using LIMMA analysis, we found 11 proteins at differential levels between healthy male and female subjects at a significance level of *p* \< 0.05 ([Fig. 5](#F5){ref-type="fig"}*b*), the most prominent one being Kallikrein-3 (KLK3, also known as prostate-specific antigen; *p* = 10^−5^; [supplemental Fig. 3](http://www.mcponline.org/cgi/content/full/M900419-MCP200/DC1)). In the cancer subgroup, only one protein varied between the sexes ([Fig. 5](#F5){ref-type="fig"}*c*). In separate comparisons of the two sexes, we found two proteins ([Fig. 5](#F5){ref-type="fig"}*d*) that differ between healthy and diseased female subjects, whereas 17 proteins showed significantly differential levels within the male subgroup ([Fig. 5](#F5){ref-type="fig"}*e*). The differential proteins are listed in [supplemental Tables 2--5](http://www.mcponline.org/cgi/content/full/M900419-MCP200/DC1)).

![**Profiling the urine proteome of patients with pancreatic adenocarcinoma and healthy controls.** *a*, correspondence analysis resulted in a biplot of differentially abundant proteins and the samples. Samples are depicted as squares that are colored according to disease state and sex; black spots represent differentially expressed proteins. Each sample is represented by four measurements representing the incubations on two arrays as well as two intra-array replicates. Measurements located in the same direction from the centroid of the plot exhibit a similar expression pattern. The smaller the distance between two samples, the higher is the concordance of their expression profiles. In addition to the more gradual variations, proteins were found that are particularly associated with the different sample groups. This association is indicated in the correspondence analysis plot by localization in the same direction off the centroid as the respective sample type; the further the distance to the centroid, the better is the correlation. One protein (KLK3) could not be displayed in the graph because it is located outside of the plotting region to the left, very strongly differentiating the male from the female samples. *b--e*, volcano plots summarize the results of LIMMA analyses. The log-fold changes and adjusted *p* values are shown for the sex-specific comparisons of the healthy (*b*) and diseased (*c*) subgroups as well as the disease-specific comparisons of the female (*d*) and male (*e*) subgroups. The *red line* marks a significance level of *p* = 0.05.](zjw0061035970005){#F5}

DISCUSSION
==========

We established the means and quality measures for performing microarray-based, dual-color measurements of protein levels at a high level of robustness, accuracy, and reproducibility. The processes were applied to an array with a relatively high number of antibodies, specifically targeting proteins regulated in human cancers. Because of the direct labeling process ([@B27]), the array complexity will be scaled up and expanded without major changes to the assay parameters or characteristics. In principle, the only technical limitation is the availability of well-characterized antibodies. Several initiatives exist for producing high-quality capture molecules against all human proteins ([@B28], [@B29]). In addition, quality standards for available antibodies are being defined to improve performance ([@B28][@B29][@B30]--[@B31]). Binders of better specificity, affinity, and stability will significantly enhance assay performance, making it possible to advance beyond the current average interarray CV of 9--14%. We obtained these values as a quality measure for all 1,800 array features without any filtering and without averaging of replicate spots. Less than 5% of the antibodies exhibited a CV \>20%. In future, they could be replaced to further improve assay characteristics. Other studies reported interarray CV values of 12--22% on smaller antibody microarrays after data filtering and averaging up to eight intra-array replicates ([@B32], [@B33]). For a bead-based assay of 18 cytokines, a CV of 18--44% was reported ([@B34]), and for repeated mass spectrometry experiments, a CV of approximately 21% was calculated ([@B35], [@B36]). Our values are similar to the quality (CV of 5--15%) reported for commercial DNA-microarray platforms by the Microarray Quality Consortium ([@B37]).

An important factor to pave the way for such robust measurements has been the implementation of a dual-color assay, as demonstrated by the direct comparison of repeated one-color and dual-color mode measurements. For robust profiling, the concordance of the two color channels is an important aspect. We observed no significant dye bias for any of the studied proteins but one (ACTB), indicating that no significant dye bias is introduced by dual-color mode measurements. The results obtained with ACTB, however, demonstrate that, apart from experimental controls such as dye swap and a common reference, it is important to examine dye specificities in any proteomic assay based on labeling.

Sample preparation is even more critical for preventing experimental bias. This encompasses basic facets of protein isolation and other aspects such as protein depletion, which is commonly used in proteomic techniques to increase sensitivity ([@B38], [@B39]), including antibody microarrays studies ([@B40], [@B41]). In our experiments, serum depletion did not improve the overall sensitivity of antibody microarray detection. Instead, it had a major impact on the protein composition by affecting signal intensities of more than a quarter of the studied proteins. As reported before for other systems ([@B42], [@B43]), depletion of highly abundant proteins led to co-depletion of other proteins. In a mass spectrometry-based analysis, 814 proteins were identified to be codepleted with albumin and 2,091 with immunoglobulins from human plasma ([@B44]). Such major changes could obscure protein differences that occur in the original samples or introduce them artificially. Depletion seems to be disadvantageous for experiments with direct sample labeling ([@B27]) and optimized incubation conditions ([@B11]). Antibody microarrays have the intrinsic advantage that proteins are captured on a solid support. By the enrichment at a particular location, they become detectable even at low abundance ([@B11], [@B45]). In addition, the presence of high-molecular-weight proteins such as albumin or immunoglobulins could even have a favorable effect by shielding other proteins from accumulating at the array surface. Primarily large and highly abundant proteins are interacting with the surface, which can be removed in washing steps more efficiently. In consequence, small, low-abundant proteins remain in solution and are thus more likely to bind to the capture agents.

Because antibody microarrays do not require protein depletion or the removal of lipids for plasma or serum samples, they facilitate profiling studies as they are usually performed on clinical samples. Therefore, it should be possible to transfer biomarkers obtained by antibody microarray studies more easily and quickly into other immuno-based assay formats for clinical validation.

The small pilot study on identifying pancreatic cancer with an analysis of urine samples clearly indicated the technique\'s potential for diagnosis. We could unambiguously differentiate between those subjects with pancreatic cancer and healthy control subjects. Similar results were obtained before for serum samples in two different studies using antibody microarray targeting approximately 60 different proteins ([@B32], [@B46]). Besides the disease-specific grouping, we were able to distinguish samples according to gender, which has also been observed in mass spectrometry analysis.[^2^](#FN3){ref-type="fn"} KLK3 exhibited the strongest discrimination power in the healthy subgroup. KLK3, usually referred to as prostate specific antigen, is known to be primarily found in males. In the analysis, other proteins have been identified that discriminate with high significance between the patients with cancer and the healthy individuals included in the assay. As in the previous studies on serum samples, the data need to be confirmed on a larger study cohort, taking into account additional and critical controls such as pancreatitis and obstructive jaundice ([@B47]), before any clinically relevant conclusions can be drawn. An important finding, however, is the fact that proteins that exhibited cancer-specific regulation were highly diverse between the male and the female subgroups. This may underline the importance of a gender-specific scheme of biomarker identification.

In summary, we demonstrated the reliable and reproducible application of antibody microarrays in a two-color mode for human plasma and serum samples as well as urine. The ability to discriminate between patients with cancer and healthy subjects with still relatively few albeit carefully selected antibodies and with a small number of protein samples demonstrates the enormous potential of high-content antibody microarrays, which will be one of the results of the ongoing quest for comprehensive sets of highly reliable antibodies. Such an immuno-based platform and the ability to apply clinical samples without major preparative steps in a robust and highly parallel manner may assist the technology\'s rapid clinical application.
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